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Abstract: High-entropy alloys (HEAs) have been around since 2004. The breakthroughs in this field
led to several potential applications of these alloys as refractory, structural, functional, and biomedical
materials. In this work, a short overview on the concept of high-entropy alloys is provided, as well
as the theoretical design approach. The special focus of this review concerns one novel class of these
alloys: biomedical high-entropy alloys. Here, a literature review on the potential high-entropy alloys
for biomedical applications is presented. The characteristics that are required for these alloys to be
used in biomedical-oriented applications, namely their mechanical and biocompatibility properties,
are discussed and compared to commercially available Ti6Al4V. Different processing routes are
also discussed.
Keywords: high-entropy alloys; biomedical materials
1. Introduction
High-entropy alloys are loosely defined as alloys containing at least five principal
elements, each having an atomic percentage ranging between 5 and 35%, according to
Yeh et al. [1], who alongside Cantor et al. [2], first discovered these alloys. There are other
proposed parameters and definitions, such as the non-existence of intermetallic phases on a
solid solution that would make an high-entropy alloy [3]. For these materials, high entropy
refers to the high value of mixing entropy between equimolar metal alloys, conventionally,
more than 1.5 R, resulting in a high probability of forming random solid solutions during
solidification instead of forming intermetallic compounds or segregated states. Similarly,
a medium-entropy alloy [4] is defined as a material composed of two to four principal
elements or having a mixing entropy between R and 1.5 R [5].
The origin of studies related to high-entropy alloys can be traced back to the 1980s
though the first published works with actual alloys only came out in 2004, as previously
described [1,2]. These pioneer works marked the beginning of an increasing number of
studies regarding this new branch of alloy development [6]. Among some of the key
properties exhibited by these alloys in their early years, one can account for their excellent
mechanical behavior, the high corrosion resistance, and the suggestion of the existence of
effects such as the high-entropy effect, lattice distortion effect, and slow diffusion effect [1].
Ranganathan [7] described the limitations on the development of multicomponent
alloys, since the amount of information needed to study these alloys as the number of
components increase was difficult to manage, and because by adding processing variables,
it would be of astronomical proportions. Although this turned out to be true, in recent
years, there has been an increase in the number of ways currently available for the fast and
reliable identification of new alloys compositions of interest.
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High-entropy alloys are also known to possess unique microstructural features giving
rise to improved properties over conventional engineering alloys. There are several con-
tributions to the extraordinary properties of high-entropy alloys. These contributions are
known as the four core effects, as described by Yeh [8].
Figure 1 represents the relationships between composition, structure and microstruc-
ture, and physical and mechanical properties of high-entropy alloys, providing the context
in which the four core effects take place [6,8–11].
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The four core effects are as follows: high-entropy effect; sluggish diffusion; severe
lattice distortion; and cocktail effect. The high-entropy effect is where, contrary to what
was previously thought to be the case, mixing equimolar chemically compatible elements
narrows down the possible solid solution phases of an alloy. The high mixing entropy in
multiprincipal elements lowers the Gibbs free energy for random and partially ordered
solid solutions to co pete with intermetallic compounds on attaining equilibrium states at
high temperatures. On the other hand, having high-entropy alloys with a more significant
difference in the enthalpy of mixing between unlike atom pairs, leads to the formation of
more than two phases [12]. The atomic size difference parameter (δ) also plays a role in this
and is compared alongside the entropy of mixing (∆Smix) and enthalpy of mixing (∆Hmix)
in describing trends, s tting phas selection rules [13], and describing the or er–disorder
competition in these alloys. The severe lattice distortion effect, where diff rent atomic
s zes, bonding energies, and crystal structure tendencies among th constituent elements
all contribut to the lattice distortion, typically result in a large solution hardening effect.
This effect leads to nhanced properti s such as strength and hardness, nd the temper-
ature depe ance of these prop rties is als con quently low. The sluggish diffusion
eff ct, where the number of principal el ments in the system’s matrix i proportional to
the degree f sluggish diffusion, leads to higher recrystalliz tion temp atu e and creep
resistances, lower grain growth and particle coa sening, and ease of getting supersatu-
rated states and fine precipitates. Finally, the cocktail effect is where each phase, being a
multiprincipal element solid solution, is regarded as both an atomic-sc le and micr scale
composite, having multiprincipal element composite eff cts a d multiphase composite
effects, respectively. Due to the interactions between the different elements and the severe
lattice distortion, the rule of mixtures of the different elements underpredicts the alloys’
changes by a substantial amount.
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1.1. Alloy Design Strategy: The Theoretical Approach
Parameters such as enthalpy of mixing, entropy of mixing, melting points, atomic size
difference, and valence electron concentration are used as phase formation rules for high-
entropy alloys. These rules and parameters allow researchers to predesign a high-entropy
alloy with the characteristics that best suit their envisaged application.
1.1.1. Enthalpy and Entropy of Mixing
To understand these two concepts, a couple of assumptions are required to be estab-
lished. When equal atom size and loose atomic packing are assumed, the configuration
entropy of mixing of an alloy is equivalent to that of an ideal gas. Moreover, there are
competing states in the solid state of an alloy, which are elemental phases, intermetallic
compounds, and solid solution phases (random solid solutions and partially ordered solid
solutions). The one with the lowest free energy at a given temperature and pressure will
be predominant in the equilibrium state, and so, if kinetic factors are not involved, phase
formation is thermodynamically controlled by the Gibbs free energy, G:
∆Gmix = ∆Hmix − T × ∆Smix (1)






xi × ln(xi) (2)
with R being the gas constant and xi the molar fraction of the ith element, and the enthalpy






where ∆HmixAB is the enthalpy of mixing for a binary equiatomic AB alloy and xi and xj are
the molar fractions of the ith element.
The enthalpy of mixing is proportional to the number of bonds of unlike atoms,
and completely ordered structures have a higher number of unlike atom pair bonds than
that of random solid solutions, and although this difference lowers with the increase
in the number of principal elements in an equiatomic high-entropy alloy, the number
of unlike atom pair bonds in random solid solutions will never be the same or higher
than that of intermetallic compounds. The reason a solid solution manages to compete
with intermetallic compounds is because the entropy of mixing for completely ordered
structures is ≈0, while in disordered structures such as random solid solutions, the ∆Smix
equals R ln n [10].
Of course, equal atom size and loose atomic packing cannot be assumed for real
alloys, and so the above definition has its limits. For this, another parameter is used,
considering atomic composition, the atom size, and the overall packing density. According
to Mansoori et al. [14], the total configurational entropy of mixing ST per sphere for a hard
sphere system is defined as follows:
ST(ci, ri, ξ) = SC(ci) + SE(ci, ri, ξ) (4)
where SC = −kB ∑ni=1 ci ln ci is the equivalent to ∆Smix, the configurational entropy of
mixing for an ideal solution. SE is a function of the atomic composition, ci, the atom size ri,
and the overall packing density, ξ, and is defined as the excessive entropy of mixing [14–16].
Thus, for high values of ξ, non-equiatomic compositions, and different atomic sizes between
constituent elements, there is a correction provided by SE that makes ST a more precise
value of configurational entropy of mixing, whereas for high temperatures, ξ is negligible
enough so that ∆Smix remains a good approximation. The variation of the total entropy
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of mixing, ST , with the atomic packing fraction, ξ, for different high-entropy alloys is
detailed in Figure 2. It is worth noting that with ST , the difference in the total entropy
of mixing for different high-entropy alloy systems with the same number of principal
elements, becomes increasingly evident when atomic packing fraction gets higher with
decreasing temperature.
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where N is the number of elements, xi or xj is the composition of the ith or jth element, and di
or dj is the atomic diameter of the ith or jth component. In Figure 3, we can see the discussed
parameters used and paired with each other, having several phase overlaps. Some regions
are identified, but ultimately, no definitive separation between them is achieved.
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1.1.4. Φ Parameter
Ye et al. [16] pieced together the individual parameters SC and SE along with Tm and





Both ∆Smix and Ω had significant overlaps in their respective values computed for
the high-entropy alloys with different phases, and φ has shown to be the best out of
the three parameters, with a critical value of φc = 20, where alloys with higher values
display single-phase solid solutions, and lower values display multiphase and amorphous
solutions. Figure 4 shows the single parameter being used to successfully separate the
different phase formations.
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1.1.5. alence Electron oncentration
s described earlier, e have high entropy, causing these alloys to have ainly
rando solid solutions instead of intermetallic compounds, and we have a set of parameters
that allows the prediction of whether they form single or multiple phases. The valence
electron concentration (VEC) allows the determination of the type of structure that will
be formed in high-entropy alloys, namely face-centered cubic (FCC), body-centered cubic
BCC, or hexagonal close packed (HCP) structures. Figure 5 pairs both the φ parameter
and the VEC, successfully separating both phase formation and crystal structure within
reasonable and usable margins.
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Different mean values of VEC have been found to regulate the crystal structure of
existing phases in these alloys. Typically, for FCC structures, the VEC is ≈8.5, while for
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BCC and HCP structures, it decreases to ≈5 and ≈2.8, respectively. When the d-electrons






where (VEC)i is the VEC for the ith element [18].
Not only is VEC a good indicator of the predominant structure for an alloy, but there
are also correlations with some mechanical properties such as the ductility of conven-
tional BCC alloys. For instance, Mo- and W-based binary alloys can be ductile if VEC
decreases [18,19]. Sheikh et al. [20] reported a similar rule for high-entropy alloys, indicat-
ing a possible VEC value threshold of 4.5, where alloys with lower values would lead to
high ductility, and VEC > 5 would lead to high brittleness. These rules were studied for
refractory high-entropy alloys, comprising group IV (Ti, Zr, Hf), V (V, Nb, Ta), and VI (Cr,
Mo, W) refractory elements.
2. Biomedical Spectrum of High-Entropy Alloys
It may come as a surprise how, after years and years of developing science and
technology, we are still to find an absolute replacement for bones and joints. The mechanical
properties required to withstand the constant and cyclic loads of simple daily activities
such as walking without fracture are not so simple, and to top it off, the biocompatibility
requirements for a material to be used as an implant are such that the possibilities are
further narrowed down. Therefore, materials used in such applications must have a low
modulus of elasticity, to avoid stress shielding [21]; high yield strength; high fatigue
resistance; and high ductility to be able to handle loads from physical activity. Natural
load bearing joints such as the knee or hip joints are extremely well lubricated, with the
bone tissue having friction coefficients of 0.003–0.0015, which are very low, and last for
over 70 years [22], and so the tribological properties of implants are of utmost importance.
In total hip arthroplasty (THA), wear is seen as a major cause of osteolysis, leading to
bone loss due to the foreign-body autoimmune response, caused by the implant’s wear
debris [23,24]. Therefore, high surface-level wear and corrosion resistance (accordingly to
the contact with the tissue or body fluid) and a low coefficient of friction are also essential,
besides the obvious strict and demanding biocompatibility needs [25,26]. There are a series
of standards for evaluating the biocompatibility of medical devices. These standards are
part of ISO 10993 [27], serving as a framework for the development of biocompatibility
evaluations. Such standards are recognized worldwide, with little additional (or fewer)
recommendations from regulatory agencies such as the Food and Drug Administration
(FDA) and the Japanese Ministry of Labor Health and Welfare (MHLW).
The International Organization for Standardization details the necessary tests for
each application, and biomedical application devices based on high-entropy alloys are
mainly focused on load bearing joints, e.g., in knee and hip arthroplasty, and so the proper
categorization falls into implant devices, with contact to tissue/bone with a type C duration
(more than 30 days) [28]. Of course, this list does not mandate any testing whatsoever, hence
the name “Endpoints to be addressed in a biological risk assessment”. It simply provides
the biological effects to be taken into consideration given the class of the medical device
being tested. Having said this, the associated testing can be quite slow and expensive
(e.g., subacute/subchronic toxicity tests) and requires careful planning and a finished
device ready for market. This means that early development stages such as material
design and validation do not justify long and expensive tests. There are, however, more
economically and logistically reasonable tests that can be carried out in early development.
In vitro tests such as cell proliferation, live/dead viability assays, osteoblast adhesion and
morphology, and bio-corrosion behaviors with potentiodynamic polarization curves in
Hank’s or phosphate buffer solutions are common, and some studies also include in vivo
tests in mice, which cover more biological effects than the in vitro ones.
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There are several alloys already used as biomedical implants. One of the most used
alloys is Ti6Al4V [29], also known as Ti64, and thus, it is frequently used for comparison
when alternatives are being sought. Although common, there is still room for improvement
in both its mechanical and tribological properties, stress shielding, and the presence of
cytotoxic elements inherent to Ti6A4lV. Such disadvantages are being tackled by the devel-
opment of novel biomedical high-entropy alloys, where several mechanical and tribological
properties can be improved dramatically, while retaining excellent biocompatibility.
Since 2004, there has been an exponential increase in the number of published papers
on high-entropy alloys [6,8–11,30,31]. Although most of the literature pertaining to high-
entropy alloys is focused on structural application under a wide range of environments,
it did not take long until applications for medical implants began to be considered. Next,
some recent developments in this field are described and discussed.
2.1. Comparison of Mechanical Properties for Bone Implants
First, we have biocompatibility factors limiting the elements that are usable in the
material, e.g., the requirement of high yield strength and ductility to support heavy and
cyclic loads during long-term usage, corrosion, and wear resistance and the need for a low
Young’s modulus to avoid stress shielding, as detailed above.
Below, a list of high-entropy alloys studied for possible biomedical applications is
presented (refer to Table 1). In this list, only high-entropy alloys that already had their
mechanical properties determined (i.e., Young’s modulus, yield strength, and ductility) are
presented. Given the biocompatibility of the constituent elements in Table 1, an efficiency
function (i) is presented for the mechanical properties and is obtained considering the ratio
between a material’s resilience modulus Ur, and (E− EBone), where E is the alloy’s Young
modulus and EBone is the corresponding elastic modulus of the bone. To simplify, EBone will
be regarded as the average value of 20 GPa [25]. This is an attempt to rank and order the










It is worth noting that the simplicity of such a function and its linearity will not factor
in any diminishing contributions either from yield stress or from Young modulus above or
below ideal values, for the appropriate application, meaning it will not effectively measure
the mechanical performance within the necessary and reasonable parameters, since those
parameters differ with each biomedical application scenario.
For instance, selective laser melted Ti1.4Nb0.6Ta0.6 Zr1.4Mo0.6 [32] displays a yield
strength of about 1690 MPa, which for some applications might prove to be unnecessarily
high, in detriment to some other alternative with less, yet sufficient, yield strength and
ductility, but with better (i.e., lower) Young modulus values to avoid stress shielding, for
example, for young patients whose bone will need to regenerate at an acceptable rate for
far longer. Table 1 summarizes the mechanical properties of some of the recently developed
high-entropy alloys targeting biomedical applications.
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Table 1. Known materials for medical implants and some recently developed biomedical high-entropy alloys.
Material Condition E (GPa) Yield Strength(MPa) Ductility (%)
Efficiency Function i
(10−5)
Ti-6Al-4V (ELI) * Mill annealed [25,33] 110 850–900 10–15 3.87
Equimolar TiZrNbTaMo As-cast arc-melted [34] 153 1390 ± 75 εp ≈ 6 4.75
Ti1.4Nb0.6Ta0.6 Zr1.4Mo0.6
Selective laser melting
[32] 140 ± 9 1690 ± 78 εt = 1.32 ± 0.19 8.50
Equimolar TiZrHfNbTa
As-cast arc-melting in a
Ti-gettered high-purity
Ar atmosphere [35].
Remelted at least 6 times
to ensure chemical
homogeneity
103 1200 12 8.42
TiZrNbTa
(Alloy 1) 89 970 23 7.66
Ti6.3Zr6.3Nb6.3Ta (Alloy 2) 75 790 29 7.56
Ti7Zr7Nb5Ta (Alloy 3) 69 780 26 9.00
Ti9Zr9NbTa (Alloy 4) 57 690 24 11.29
TiZrNbTa1.62 (Alloy 5) 93 1050 12.7 8.12
TiZrNb2.33Ta2.33 (Alloy 6) 135 970 12.5 3.03
Ta0.7HfZrTi 77 1046 14.31 12.46
Ta0.8HfZrTi 85 1120 4.63 11.35
(TaNb)0.6HfZrTi 73 880 19 10.01
* ELI = Extra Low Interstitials, referring to grade 23 of Ti-6Al-4V.
Not all high-entropy alloys from the work done by Yuan et al. [35] are referred in
Table 1. Only the ones with more promising mechanical characteristics were chosen,
although it is worth noting that the high-entropy alloys with HCP or HCP + BCC structures
in Yuan’s work all exhibited a relatively poorer mechanical performance if we take all
the three characteristics (Young modulus, yield strength, and ductility) into consideration.
The values for yield strength and ductility are obtained from tensile tests in the case of
Yuan et al. work. Ti6Al4V is also presented for comparison, and we can see that apart
from Alloy 6 [35], all other high-entropy alloys present a better efficiency function i, and
most of them also have a better overall performance if you factor in ductility. There is no
constituent element in these HEAs that has any cytotoxicity individually.
In the TiZrNbTa system, high values of Ti and Zr not only led to low values of the
Young’s modulus but also had lower yield strength compared to alloys 1 and 5. High
values of Nb and Ta (alloy 6) had a sharp increase in Young modulus with only a slight
decrease in yield strength.
In the TaxHfZrTi system, a single BCC structure was observed only for x = 0.7, 0.8,
and 1, and the last two had lower ductility (<5%). As such, Ta0.7HfZrTi was the alloy with
the highest i value, having a good combination of Young modulus and yield strength.
From the (TaNb)xHfZrTi system, where x = 0, 0.2, 0.4, 0.5, 0.6, 0.8, and 1, which was
experimentally tested in Yuan et al. [35], only x = 0.6 and x = 1 are in the table, since all
other conditions had higher Young’s modulus, similar yield strengths, and lower ductility
(except for x = 0.2, which had 32.5%).
Both selective laser melted Ti1.4Nb0.6Ta0.6 Zr1.4Mo0.6 and equimolar TiZrNbTaMo
have shown a rather small ductility (εt = 1.32% and εp ≈ 6%, respectively) compared to the
rest of the materials in Table 1 (excluding the Ta0.8HfZrTi configuration). Wang et al. [34]
suggests that brittleness and limited plasticity under deformation warrants further devel-
opment of this system, away from equiatomic compositions.
More developments that have been occurring in this field, but that are not included in
Table 1, are discussed below.
Gurel et al. [36] explored the TiTaHfNb, TiTaHfNbZr, and TiTaHfMoZr systems in
terms of mechanical properties and fracture behavior under impact loading (Charpy V-
notch test). All three BCC-structured alloys show a relatively lower Young’s modulus when
compared to more conventional implants. TiTaHfNb high-entropy alloy (composition
of Ti77.11Ta6.54Hf6.63Nb12.73, in at.%) had the highest energy absorption capacity and
highest ductility, out of the three systems, and under impact loading, significant difference
has been observed in the dislocation activity in the microstructure when adding both
Zr and Mo to the system. Both elements had negative impact in terms of the energy
absorption and brittleness of the TiTaHfNb and TiTaHf alloy systems. With a composition
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of Ti77.11Ta6.54Hf6.63Nb12.73, this high-entropy alloy has a measured Young modulus of
112.2 GPa, a Charpy V-notched average impact energy of 14.8 J, and a hardness value of 3.5
GPa (using a Berkovich type indenter).
The TiTaHfNbZr system was also studied by Yang et al. [37]. An equiatomic composi-
tion processed by usual vacuum arc melting under a Ti-gettered Ar atmosphere, was tested
for its biocorrosion behavior in a simulated physiological environment and in vitro bio-
compatibility. It showed a passivating behavior with low passive current density of about
0.08× 10−2 A/m2 (0.07× 10−2 A/m2 for Ti6Al4V), a corrosion rate of 5.6× 10−4 mm/year
(5.9× 10−4 mm/year for Ti6Al4V), and high electrochemical impedance in Hank’s solution
at 310 K. MTT assay results for MC3T3-E1 cell-proliferation activities on the TiZrHfNbTa
HEA and Ti-6Al-4V alloy after 1, 3, 5, and 7 days of incubation show that the high-entropy
alloy has a slightly better cell viability, although not statistically significant. The authors
did not mention this, but as seen in this review, there are several alternatives to this system
and composition that reveal better biocompatibility when compared to the commercial
Ti6Al4V, not to mention the high cost of constituent elements such as Hf.
A variant of the TiTaHfNbZr high-entropy alloy, Ti1.5ZrTa0.5Hf0.5Nb0.5 (with the
equimolar sample named RHEA1 (refractory high entropy alloy) and the non-equimolar
one being RHEA2) has been experimentally tested, and its properties were compared to that
of the conventional 316 L stainless steel, CoCrMo, and Ti6Al4V alloys, namely in terms of
wear resistance, wettability, pitting, and general corrosion resistance [38]. With a continuous
passive plateau up to 1800 mVAg/AgCl without the pitting effect and more positive Ecorr
and lower Icorr than that of Ti6Al4V (which starts gradually exhibiting pitting corrosion
behavior at 863.0 mVAg/AgCl), this alloy shows considerably higher pitting corrosion
resistance and general corrosion resistance. Compared to its equimolar counterpart, the
Ti1.5ZrTa0.5Hf0.5Nb0.5 has a significantly thicker corrosion-resistant barrier oxide film,
which is attributed to a higher content of electronegative elements such as Ti and Zr and
also a lower lattice strain (0.0037, compared to the 0.0306 from the equimolar counterpart,
which is connected to the higher amount of differently sized elements such as Hf, Nb,
and Ta). The contact angles measured in the sessile drop test with phosphate buffered
saline (PBS) for 316 L, CoCrMo, Ti6Al4V, RHEA1, and RHEA2 were 75.4, 73.3, 56.9, 59.5,
and 61.9◦, respectively, showing a similar wettability with Ti6Al4V, and a superior one
to 316 L and CoCrMo. Its elastic modulus (E) and hardness (H) were 98.57 and 3.02 GPa,
respectively. This hardness value was taken after a pile-up correction made using AFM 3D
imaging after nanoindentation tests. This pile-up was observed to be higher in intensity
on the conventional materials than on both high-entropy alloys. The wear resistance was
inferred trough H/E and H3/E2 ratios, shown in Table 2 and found to be better than the
316 L, CoCrMo, and Ti6Al4 materials. With a superior wear resistance, similar wettability,
lower Young’s modulus, and significantly better corrosion resistance, this high-entropy
alloy system’s configuration (Ti1.5ZrTa0.5Hf0.5Nb0.5) has shown promising potential in the
biomedical field and warrants further investigation into its biocompatibility.
Table 2. Mechanical properties of 316 L, CoCrMo, Ti6Al4V, RHEA1 (TiZrTaHfNb equimolar sample)
and RHEA2 (Ti1.5ZrTa0.5Hf0.5Nb0.5 non-equimolar sample) measured by nanoindentation after
applying a pile-up correction (from [38]). Reprinted with permission from Elsevier: Intermetallics,
Copyright 2021, License: 5044280969444.
Alloy H (GPa) E (GPa) H/E H3/E2
316 L 2.44 ± 0.18 195.62 ± 9.32 0.012 0.00038
CoCrMo 4.21 ± 0.15 222.72 ± 6.70 0.019 0.0015
Ti6Al4V 3.32 ± 0.15 128.20 ± 8.14 0.026 0.0022
RHEA 1 3.14 ± 0.12 112.74 ± 4.66 0.028 0.0024
RHEA 2 3.02 ± 0.11 98.57 ± 4.18 0.031 0.0028
Based on the TiNbTaZr system, Todai et al. [39] designed a TiNbTaZrMo alloy from
several TiNbTaZrX alternatives (X = Cr, V, Mo, W, Fe), using some parameters in the
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literature (∆Smix, ∆Hmix, δ, Ω, and VEC). The authors found that the Cr, V, and Fe options
had a large atomic size difference, from the δ parameter. Mo and W, however, had a high
possibility for the formation of a solid solution, and Mo was eventually chosen for the fact
it was selected in conventional metallic biomaterials [40–44]. The TiNbTaZrMo system was
similar in its elemental segregation in the DR/IR (dendrite/inter-dendrite) zones both in
its as–cast and annealed form, but both mechanical and biocompatibility tests have shown
what was stated to be promising potentials for HEAs in the biomedical sphere. Next are
two studies on this system, discussing possible property trends in composition shifts.
Nagase et al. [45] explored the TiNbTaZr and TiZrHfMo systems, designing and
producing TiZrHfCr0.2Mo and TiZrHfCo0.07Cr0.07Mo systems (arc melted), and comparing
them to TiNbTaZr and TiNbTaZrX (X = V, Mo and W) in terms of hardness, and to 316 L,
CoCrMo, and CP-Ti in terms of biocompatibility (cell density on osteoblast cultivation
for 24 h). Both TiZrHfCr0.2Mo and TiZrHfCo0.07Cr0.07Mo were found to have a hardness
of 531 and 532 HV, respectively, while having a lower liquidus temperature, TL, than the
TiNbTaZr and TiNbTaZrX counterparts. The cell density evaluations have shown that
both the produced high-entropy alloys presented a lower, yet statistically similar, level of
biocompatibility.
Akmal et al. [46] studied the (MoTa)xNbTiZr (TiZrNbTaMo) system for various values
of x. A critical concentration of x = 0.4 was determined, where higher concentrations of
Mo and Ta led to increasing brittleness and elastic modulus and decreasing ductility. The
optimal concentration was found to be x = 0.2. The in vivo biocompatibility tests and the
soft tissue response of the alloy (x = 0.2) showed no signs of toxic response in the performed
tests. The electrochemical behavior in PBS at room temperature showed superior corrosion
resistances relative to the commercial 316 L stainless steel, with passivity values of 1.2 V
without signs of pitting.
Variants of the TiZrNbTaMo system were also studied by Hua et al. [47] with a molar
ratio of 0.5, 1, 1.5, and 2 for the Ti concentration. These high-entropy alloys showed
a dendritic structure with two BCC solid solution phases. The 0.5 Ti molar ratio alloy
presented a hardness of about 500 HV and a compressive strength of nearly 2600 MPa, a
plastic strain of over 30%, and the best corrosive wear resistance among the four alloys
studied. This molar ratio had a rather coarsened dendrite structure relative to the rest in this
study. The increase in Ti was also linked to the formation of short and round dendrite arms,
attributed to the increasing fraction of the low-melting-temperature element. Corrosion
wise, the alloys tested presented similar corrosion current densities in PBS solution and
better corrosion potentials, meaning higher passivation film stability. XPS results show
mainly Ti4+, Zr4+, Nb5+, Ta5+, Mo4+, and Mo6+ oxides in the surface film of the HEAs.
The literature indicates that high concentrations of Ti, Zr, and Nb can lead to passivation,
protecting the bare metal from corrosion [38,48], and uniform distribution of Mo across
different phases is also linked to dense and stable passivation films [49].
2.2. Coatings
Aside from producing bulk high-entropy alloys, some researchers have also devoted
their time and efforts to develop these alloys via coating-based technologies. These are
discussed now.
Braic et al. [26] took on TiZrNbHfTa-based system coatings, (TiZrNbHfTa)N and
(TiZrNbHfTa)C, and investigated their biocompatibility. These were, as stated, the first
high-entropy alloy coatings to be considered as biomaterials. The produced films were
found to be composed of simple FCC solid solutions with a (111) preferred orientation.
Simulated body fluid (SBF) testing revealed the carbide coating with the highest non-metal
to metal ratio (carbon/metal ≈ 1.3) to have the highest hardness (≈31 GPa), best friction
behavior (µ = 0.12), and the highest wear resistance. Biocompatibility tests have also
shown good adherence from osteoblast cells to the coating with no cytotoxic responses
and a very high ratio of live cells compared with those that were found dead for all the
investigated groups.
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In 2019, Tüten et al. [50] followed a previous study that first explored radio frequency
(RF) magnetron sputtering using TiTaHfNbZr equimolar targets on NiTi substrates, but did
not the analyze wear and corrosion resistances [51]. Tüten studied the equimolar TiTaHfN-
bZr high-entropy alloy thin film deposited on a Ti6Al4V substrate by RF magnetron
sputtering. The coating exhibited high hardness and elastic modulus (12.51 ± 0.34 GPa
and 181.3 ± 2.4 GPa, respectively), with enhanced results in wear resistance and coeffi-
cient of friction. The small grain size and uniform amorphous structure were attributed
as the main strengthening mechanisms, corroborating previous studies on the hardness
enhancement in amorphous-structured films [52,53]. This study corroborated an inverse
trend observed in thin films, where increased surface roughness led to a lower coefficient
of friction and wear rate, suggesting that further work must be done to address this.
Guo et al. [49] used a cluster-plus-glue-atom model to successfully design a refractory
high-entropy alloy, (TiZrNb)14SnMo both in bulk (via vacuum arc melting) and as a coating
in a pure-Ti substrate (via laser cladding). The TiZrNb system used an average virtual
element M as solvent, since they have weak interactions between them, and then used Sn
and Mo as the cluster-center solute atom and glue atom, respectively, since out of the two,
Sn has the strongest interactions with the average virtual element’s constituents (Ti, Zr, and
Nb). The bulk high-entropy alloy consisted of both BCC dendritic phase and rod-like HCP-
(Sn, Zr) ordered phase. The coating had reduced elemental segregation between dendrite
(DR) and inter-dendrite (IR), as expected, and so, this ordered phase was fully restrained
in the as-clad coating. The coating had a lower Young’s modulus (EDR = 97.9 GPa and
EIR = 88.6 GPa) than its bulk counterpart (EDR = 116.65 GPa and EIR = 110.47 GPa).
Wear rate, corrosion, wettability, and cell adhesion tests were performed. Both bulk and
coating outperformed Ti6Al4V on all those tests. For example, the coating’s wear volume
loss was less than a third of that of Ti6Al4V and with almost double the cell covering area
ratio for the 7 days of cell culture for the growth morphology test of MG-63 cells, indicating
an excellent candidate for a biomaterial. Both the coating and bulk refractory high entropy
alloys (RHEAs) revealed high hardness.
2.3. Elemental Homogenization
Alternative processing routes are also being explored to enhance the properties of
high-entropy alloys via elemental homogenization of the microstructure, as will be dis-
cussed now.
Perumal et al. [54] used stationary friction processing (SFP) on a MoNbTaTiZr HEA,
managing to homogenize surface-level elemental distribution to a degree of efficiency
not possible by annealing. In about 15 min, they achieved a level of elemental homoge-
nization across dendritic and inter-dendritic regions equivalent to an annealing treatment
at 1275 K for a whole week. Biocorrosion resistance tests have shown a near sixfold in-
crease compared to the as-cast counterpart, with a similar result for biocompatibility tests,
which indicates higher viability compared to both the as-cast counterpart and the more
conventional biomaterials such as 316 L stainless steel and Ti6Al4V.
In hopes to improve the microstructure’s homogeneity, powder metallurgy (PM)
routes have also been tried [55]. Popescu et al. explored the TiZrNbTaFe system with
PM method and further corroborated the findings that additions of Nb and Zr to a Ti
matrix lead to the formation of a multicomponent alloy with an extremely high resistance
to active and passive dissolution in acids, as stated by Yu et al. [56]. The corrosion rates
were notably better than that of Ti6Al4V, but direct comparisons to its as-cast counterpart
was not experimentally made. It does, however, suggest some potential in TiZrNbTaFe
systems for biomedical applications. Although some useful information was found in this
work, there was no elemental analysis of the resulting microstructure to be able to compare
the effect on segregation mitigation against other processing routes.
Selective laser melting has also received some attention for its high cooling rate
characteristics [32,57]. Ishimoto et al. compared an as-cast and a selective laser melting built
Ti1.4Nb0.6Ta0.6Zr1.4Mo0.6 high-entropy alloy [32]. The two differed both in microstructure
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and mechanical properties. The additively manufactured alloy had a very low level of
elemental segregation compared to the as-cast counterpart. The dendrite structure was
compared for chemical composition and results are shown in Table 3. Compared to the as-
cast counterpart, the selective laser melted part also showed improved osteoblast adhesion,
better compressive yield strength (1690 from 1140 MPa), and a true strain at break of
1.32 ± 0.19%, this was attributed to the very refined microstructure induced by the high
cooling rate induced by selective laser melting.
Table 3. Comparison of the local chemical composition (at.%) of a selective laser melting (SLM) and
as-cast Ti1.4Nb0.6Ta0.6Zr1.4Mo0.6 biomedical high-entropy alloy (from [32]).
In at.%. Ti Nb Ta Zr Mo
Nominal concentration 30.4 13.0 13.0 30.4 13.0
SLM
Dendrite 30.7 12.0 13.0 30.7 13.7
Inter-dendrite 31.4 10.9 10.7 34.3 12.6
As-cast
Dendrite 26.8 16.6 22.6 17.3 16.9
Inter-dendrite 30.8 11.5 8.66 38.3 10.6
2.4. Biocompatibility Studies
Thus far, most the evaluation of biomedical high-entropy alloys primarily focused on
its mechanical properties and phase stability. However, some recent works have studied
the in vivo and in vitro properties of these novel engineering alloys.
Akmal et al. studied the in vivo biocompatibility of alloys from the Mo–Ta–Nb–Ti–
Zr system [46]. When their optimized alloy, the selection of which was made based on
mechanical properties, was used as implant in mice, it was observed that no muscle damage
or adverse effects due to potential toxicity problems occurred. Importantly, one of the key
conclusions from Akmal et al.’s work concerns the fact that, for this alloy system, such
impacts can be considered as safe as those of key biomedical materials such as NiTi shape
memory alloys or Ti–6Al–4V alloys. Yang et al. evaluated the in vitro compatibility of a
TiZrHfNbTa high-entropy alloy [37]. Good cell adhesion, viability, and proliferation of
the MC3T3-E1 cells used in this study highlighted the potential of such an alloy to be
used in biomedically oriented applications. Wang et al. studied the biocompatibility of a
Ti40Zr20Hf10Nb20Ta10 high-entropy alloy for human gingival fibroblasts [58]. Overall, no
cytotoxicity was demonstrated when the alloy was in contact with live tissue. Moreover,
compared to its TiZrHf counterpart, the TiZrHfNbTa alloy exhibited improved proliferation
of fibroblasts, which translates to better biocompatibility properties.
The lack of systematic studies on the biocompatibility of potential biomedical alloys is
something that is expected to be addressed soon given the extraordinary properties of these
materials. Up to now, these materials are primary candidates for biomedical applications
but need further verification to establish their boundaries of application.
3. Conclusions
Several biomedical-oriented high-entropy alloys are now being developed, uncovering
the vast pool of compositional possibilities. Existing ones still have a long way to go
in their development, be it in processing method, composition, and even compatibility
between components in the case of coating technologies. There are an increasing number
of relevant parameters that help in the design of these materials. The entropy ∆Smix and
enthalpy ∆Hmix of mixing [1]; the atomic size difference, δ [13], ST , SE, and SC [14,15]; the
Φ parameter [16]; and VEC are still the most used, but cluster-plus-glue-atom models are
also being successfully applied [49].
In this short overview, a range of mechanical properties of several biomedical high-
entropy alloys were compared and ranked with a proposed efficiency function, i. Ti9Zr9NbTa
(i = 11.29), Ta0.8HfZrTi (i = 11.35), and Ta0.7HfZrTi (i = 12.46) were at the top, with
Ta0.8HfZrTi having a relatively lower ductility. By comparison, Ti6Al4V had an i = 3.87.
It must be noted that this list is very short, since the amount of standardized information
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regarding basic mechanical properties such as yield strength, Young’s modulus, and ductil-
ity are not yet abundant in the literature, since most studies focus on other pressing issues
such as corrosion behavior and biocompatibility. Therefore, finding reliably comparable
data is not elementary. It is to be noted, however, that most biomedical high-entropy alloys
discussed here have superior mechanical behavior than the commercially available Ti6Al4V,
316 L stainless steel, and CoCrMo alternatives.
Rapid cooling seems to be a standard goal for most processing methods due to the
advantages in suppressing elemental segregation [10,32,49]. Rapid cooling processes such
as selective laser melting are receiving some attention for that reason, resulting in grain
refinement and enhanced solid solution strengthening [57]. While coating production does
not have the same cooling speed as those found during selective laser melting, interesting
properties are still obtained in the materials obtained by these methods.
Other approaches have been made to mitigate elemental segregation, including the
powder metallurgy route by Popescu et al. [55] and stationary friction processing by
Perumal et al. [54]. It is worth nothing that the latter had biocorrosion resistance tests
show a near sixfold increase compared to the as-cast counterpart (MoNbTaTiZr system).
Therefore, elemental homogenization is indeed a relevant part in further improving both
high-entropy alloys and their associated biomedical properties.
In summary, the future of biomedical high-entropy alloys is promising, though there
is a need for a more in-depth analysis of the microstructure/properties relationships for
these alloys.
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